Later, Gauss Surgical, Inc. launched 'Triton Canister' app, which used FET to estimate blood loss in canisters and other suction containers used to collect intraoperative losses [ Figure 1b ]. The app can be found on App store by typing "Triton Canister v2". In this app also the image of suction containers and canisters needs to be uploaded, which is then processed and an accurate estimate of blood loss is then provided by the app after excluding other fluids in the canisters. The canister app also received US-FDA approval in 2015 under device classification "Image Processing Device For Estimation Of External Blood Loss" with 510(K) Number: K142801. [8] After the FDA approval, several studies have been conducted involving major laparotomies, orthopedic surgeries (spine, arthroplasties), cesarean deliveries [1] [2] [3] [4] [5] [ Table 1 ]. Konig et al. conducted an in vitro study to assess the accuracy and performance of the app on surgical laparotomy sponges and later on suction canisters across various range of ambient light conditions, sponge saturation, saline contamination, and initial blood Hb and found it very accurate. [6] Although the sample size of the studies published till date is small, respective authors felt that this algorithm based app was much better and reliable in estimating intraoperative blood loss, thereby helping the clinicians to take decisions judiciously.
To conclude, the Triton system-based estimation of intraoperative blood loss in sponges and canisters is a simple and reasonably accurate way of estimating blood loss. It is easy to learn and understand. Presently, the app is available for free download on Macintosh platform only although the user's needs to purchase the license to use the app. The app can be used on an iPad once installed with a functional internet connection. Being a regulated medical product, the app is available for use in a country if the product is cleared by local regulating bodies.
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